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ABSTRACT 

The Hick Resolution Minor Assembly (HRMA) of the Advanced X-ray Astrophysics Facility (Imaging) (AXAF-Q ^consists 
rfSSSS four hyperboloids, all of -ettr-cta size, a»(l .0 .tab ™ h> to assayed add 

aligned in a spS meter tower at Eastman Kodak Company in Rochester, NY. The goads of the “* 

the iaaess of the four telescopes coincident; (2) to remove coma from each image individually; and (3) to conlrol and 
tLml the final position of Che composite focus This «iU he accomplished by ttoHRMh AliBamea l Tea 
which is essentially a scanning Hartmann test system. The scanning laser source and the focal plane of the HATS are part of 
S iitiSdDeteclor Assembly (CDA), which also includes processing electronics and software. In Ous paper we discuss the 
rfpeign the measured performance of the CDA. 

1. INTRODUCTION 

The AXAF-I, which is being developed under the direction of NAS A Marshall Space Flight Center with TO as the prime 
contractor, comprises four nested pairs of Wolter Type I cylindrical grazing incidence nurrors. Each pair composes ***** 
paraboloid andthen a confocal hyperboloid, both concave on their inner surfaces. Figure 1 shows ascale viewofthe 
L™! nair from the AXAF-I, with approximately a 10 meter focal length and a 1.2 meter aperture diameter. It also shows, on 
rSSSl” Lu^aperture. The basic reason for the difficulty in aligning cylindrical X-ray optics ts that 

the i"»ptw»d required wavefront accuracies over this available annular aperture arc quite small. 

The following parameters describe the geometry and the alignment tolerances of die outermost AXAF-I mirror pair, with the 
'aperture* being defined for now at the end of the hyperbola nearer the focal plane; 


/= focal length = 9194.8 mm 

0) 

r= aperture radius = 579.7 mra 

(2) 

At = annular width of the aperture = 12.3 nun 

(3) 

* axial image placement error = 0, 1 1 1 mm 

(4) 

Afirfgroi = lateral image placement error = 0.007 mm 

(5) 

rcoma - radius of the comatic circle = 0.007 mm 

(6) 


The parameters in Equations 1-3 describe the geometry of the system; the parameters m ^uatums ^^te ^ 
miSDlacaSm^Tperfto image; and Equation 6 describes the image degradation due to relative misalignment (lateral 
no^aSility) betireen thTpar^oid and hyperboloid. (The tolerance implied by Equation 4 comes farm an image radius 
requirement oE 0.007 mm, multiplied by the ratio of Or from Equations 1-2.) The tolerances implied by Equations 4-6 are 
further subdivided into measurement errors and actual residual misalignment errors. 
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(7) 

( 8 ) 
(9) 


1.1. Difficulties with any Interferomctrically baaed approach 

In terms of the parameters in Equations 1-6. we can use straightforward geometry to define the P-V (peak-to-vaUey) 
wavefront error implied by the various errors as follows: 

j>v , ■ = Afxoa^rAr// 1 ) - 94 Angstroms = X/67 at 6328 

= **27 Angstroms = 1.39*. at 6328 

PVcoma = rccmaQ&Jif) = 1*7 Angstroms = m* at 6328 

In short, although the lateral image placement error could be detected interferometrically, the axial image placement error 
and the comatic circle error would be very difficult to detect. 

L2 The modified Hartmann approach 

A modified Hartmann approach was successfully used on the T^hnologyKfinor A^em^ t^hrwlogy 

demonstration forerunner to AXAF, and in a simpler form on the High Energy Astrophysics Obsen^ry (ffiAO-B). this 
countiVs previous large aperture high resolution X-ray telescope. Hartmann approaches in geiwnjrf work by tofing small 
SSSltiSts of a to see where in the focal plane they cast an image/ mors 

.^^T^resoonding wavefront slope error at the sub-aperture being tested. By testing many sub-apertures, these slope 
Strs can give the tmalwavcfront error. In a standard Hartmann approach, many s^aperturessuchas a nng 

S^^^StedLultaneously, first shghtly on one side of the focal plane, and then slightly on the other srde. 


2 - 





Apr lStl^yb hhun bauer Hssociates Inc 


IU !Yit3Y^^>aDe) 




,„ llr —mw approach mri to. . ne.il to. I» to. from I* ^ I”'" 1 f *« !* gf J Sgj 

flat tock .tough (he teletoPft erf tad. again I. U» -on™* focal pouu. ntoe da tacral 

location is measured. A conceptual view of this arrangement is shown m Figure 2. 



2. INTERNAL CONFIGURATION 


the Kodak test tower. Figure 3 shows a schematic of the internal configuration. 
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2.1. Laser source 

The laser source is an innovative combination of two diode lasers, each feeding one polarization compomxtiR a s^lcmodc 
nolarization nreservina fiber The fiber is permanently attached to the beam combining optics on one end, and to a collimating 

cnUre assembly was specified to and supplied by Oz Optics, Ltd) Thus, wehave emanating from 
the lens two identical and coaxial beams, each extremely dean and nearly Gaussian - one beam for a rdereaw leg. 

^ tL test leg of the instrument (see Section 2.3). The beams are independently controUablerin intensity) and 

SSe* our electronics, so that we have complete external control over which leg of the instrument is operating. 

2.2. Beam steering optics 

In order to make the test beam appear to emanate from a single focal point location, but from arbitrary angles, a pair of 
independently tilted and rotating windows is used in the collimated space before the objective lens that focus« OTitiie CD As 
STfor outgoing test rays. Each tilted window is In Oct constructed of a pair of oppwtcly oriented wedges, each 
operating* the angle of minimum deflection for stability. The opposite orientation of die wedges wrtjun _ » . 

displace the bea m laterally while leaving its pointing direction unchanged. The use of two independently rotatable wedge pairs 
S^aTcompoate^placement from zero to twice that of a single pair, with the composite dispteoement lyrag in a^r 
diLtioa figTS shows a wedge pair, with some of the adjusters used to control the oriental honsof I °*^?*™* 

respect to each other and with respect to the axis of the rotator. The complex detection and analytical methods used to set these 

orientations are beyond the scope of this paper. 


2J. Test aad reference legs, and beam splitting optics 

One of the important features of the CDA is the use of independent test and reference legs. The reference leg serves to 
monitor the position that the returned beam would have if it were returning from a "perfect" test piece. In this way, drifts of the 
laser source and the internal optics can be removed from the measurement of the position of the returned te st bea m. Figwe 5 
shows a cross section of the beam splitting optics, which are a monolithic structure specified to and procured from Meadowlark 
Optics It is in these beam splitting optics that the differentiation of the test and reference beams by their polarization is 
important The reference beam is reflected by the splitter, reflected by the reference sphere, and transmitted by the splitter In 
contrast, the test beam is transmitted by the splitter, reflected by the optics under test, and reflected by the splitter. In either 
case the beam winds up squarely on the quadrant cell where it belongs. Note that there is essentially no loss in intensity for 

cither beam, (in Figure 5, note the use of lenses on the entrance and exit faces to minimize spherical aberration. Also note the 

ose of a singk detector for both the test and the reference beams.) 
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2 , 4 , petectof microposltioners, ud detector calibration 

Another important feature of the CDA is its ability to perform real time calibrations of the detector, using actual T® 
accomplish thfctiK quadrant cell detector is mounted on a motorized x-y stage with 0.1 nucron resolution, 
stage to be moved over a fine grid of known dimensions while a stationary image is present The >o- andy-posi 
S^^re^Tas funcSns of the x- and y-signal values obtoined from the quadrant cell. We ^rform a least squares fit 
to a polynomial series, which then defines subsequent conversions from detector values to spot positions. 

3 . external processing electronics and software 

rotators and the detector microposUiooers are controlled directly by Kodak electronics and soft ware- I n 
CM6W. Uk la*r a®** siiaal, and the delect or signals unit, 

chassis caned the Centroid Detector Assembly Electronics (CDAE). The CD At v 

to with the Kodak electronics over an unusual hybnd serial and parallel roterfece. 

The Bauer software in the CDAE is divided into two parts. The first is our previously developed software to > and 
the^Sm^d detectors. The second is the custom des.gncd command interface to the Kodak electronics. We defined 
comman ds that allow the Kodak electronics to accomplish the following: 

• reset the CDAE 

■ control the intensities erf* the lasers 

• road the test and reference signals or total power levels on the detector 

• calibrate the detector 

The external Kodak computer accomplishes the functions above by using a library of functions supplied by Bauer that 
organize 2 Gtv& 1 communications with the CDAE. 

4. PERFORMANCE REQUIREMENTS 


The coals tf the alignment are in three separate areas: 

. to make the images of the four nested telescopes coincident, both axially and laterally 

• to remove coma from cadi of the four images individually 

• to d ete rmine the final absolute position of the composite focus. 


The first two goals depend entirely on the sensitivity, accuracy, and stability of the centroid measuremcra. The 
also relies on thesTproperties of the centroid measurement, but it also relies on careful measmemot of the position of the 
CDA’s infamal focus and the orientation of the beam splitting optics. We treat each area separately below. 


4.1. Control of image quality and coufocality 

To achieve the accurate measurement of image quality and confbeality among nests, we need °^ fis«i^ ren^^ t y. 
accuracy and stability of the centroid measurement. To do this in a ranonal way, tt is very useful to 
JSSe and in quantitative terms, the character of the centroid displacements when image quality or coufocality is degraded. 

The case of an image being laterally displaced is the simplest In this case, no matter where the annulm aperture is 
illuminated, the centroid^vill 6H at the same place in the focal plane. In other worts, as the test beam makes a full revolution 
about the aperture, the ceniroid has a constant displacement. 

The case of an image being axially displaced is the next simplest. In this case, the 
form a cm* whose aDCx is at the actual focal point When that focal point is axially displaced fioro the focal fUan^ the 
intersection of the cone with Ac focal plane is a circle. Furthermore, dearly, as the test beam mates a full revolution the 
sm-riiim the centroid also makes a full revolution about its circle on the focal plane. And, it must be in phase with foe test 

SLh of 45 *aj£. on its fool ptae dide (or. 45 + 180 - 225 ifcpces for Ihe .woffle ogn of 
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, ■ , the oarabdoid and the hyperboloid is probably the most 

The c«w of »■ "“S' degmdol tgr «!«■« w toOTfocaJ conics arc misaligned will moll dml ** 

difficult to pictufe. However, tliose familiar wilh ,ftc uavtned twice Mound as the annular aperture it 

-r WISSSSW £— — * ■« -** — - ' - 

The above discussiouteads to the coodimoMliall^«^^^onMS»ntew^^w^om^ac»r<U^lo^>eDi^iCTrf 

revolutions around a circle they make in ttefocal p , centroid displacement function can be expressed as a sum of 

a straightforward exercise in Founer analyse to treated in detail by Kodak.’) In other words 

Sioid location as the real and imaginary components of a complex number r 

( 10 ) 

r=y+ti 

then we can write the complex function r as a complex Fourier senes as follows: 
r= I gffiCXpflmO) 

«too oad. e. in . complex coeffidont, and 6 is the az/tnplltal angle of Ite tost team in tte tmnjnr^rmm_ A£fte» dm 
V~! *£. cJcondude that only a small number of the Q> arc relevant to alignment - specifically. Q*. Re{Qs)> 

^T^SricUon of the examination of 0, to its real part reflects the fact that the image circle must be traversed in phase 

with the aperture circle.) 

And so the CDA requirements for accuracy and stability are phrased specifically in toms of the ^ 

lte^®£* te~ Ite logical and appejing pooped, l»al tte magnitude of m* Qdom ,r «pd» ?.•«*** £ 
corr^SS circle in the focalplane Thus, the magnitude of 0o is the magnitude of the Lateral unage < 

J^STof the real part of 0, is the radius of the focal plane circle caused by axial focus displacement; and the magnitude of 

02 Is the radius of the comatic circle. 

4.2. Control and determination of the absolute position of focus 

la this categtty there are actual!, two related requirement* The ft* iathat tte htemland axial Itealiontf tte apparent 
intontalfOcus(fc, the common point from which all the outgoing ted ra^ appear to emanate) must be known to a certain 

tolerance. 

The second (and less obvious) requirement is that the when the CDA reports that the retonungtest beam is properly 
centered*thBttit actually does return to the CDA internal focus (at least within a certain tolerance). Tins requrcanovt tt not 
fulfilled nnieme the (T)A is aligned so that the reference leg re-images the internal focus to the proper location - and, 
a trivial This requirement is referred to as achieving the proper line of sight There was no requirrarumt uu y 

placed on the CDA in this area. But, through an innovative alignment technique wherein we 

onto a flat for retro-reflection, we were able to achieve Une of sight accurac.es commensurate with our requirements on the 

absolute position of focus, 

4.3. Summary of requirements 

After a useful collaboration between Kodak and Bauer, all of the above requirements were phrased a 

fochifT Table] showsTthc results. As shown, each of the relevant Q^xicfficients is broken (town most broadly into static, 
variability during test, and variability between tests. The static error is the average error over all of thc pos^)lc anmilar zones 
Jfowfortfae mirror naira, four for the paraboloids alone, two for alignment reference minors, and four for optics uMsdto setup 
(he lest tower) Thc^riability during a test refers to the fluctuation one can expert during the course of testing all the annular 
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the angular zones. 

Each of these three main areas - static, variability during i a tc^ focus 

^ he reQuireroents concerning image quality and 

cotfocality (see Section 4.1) are contained in all the other mines in Tab e 




QO T 

Re(QI) 

Q2 

Static Error* 




Average Error 

35 microns 

2 microns 

n/a 

Zone to Zone 

0.58 micron 

0.58 micron 

n/a 

Intrazonal 

n/a 

n/a 

0,58 micron 

Variability during Test 




Average Error 

n/a 

n/a 

n/a 

Zone to Zone 

0.58 micron 

0.58 micron | 

n/a 

| 

Intrazonal 

n/a 

n/a 

0.58 micron 

Variability between Tests 




Average Error 

15 microns 

1.6 microns 

n/a 

Zone to Zone 

0.58 micron 

0.58 micron 

n/a 

Intrazonal 

n/a 

n/a 

0.58 micron 

aT f/vniC 


Table: 


and confocality. 


5. MEASURED PERFORMANCE 

was completely difibrnt) Table 2 gives the achieved accuracies in exactly the same format as Table 

£2!£Z£ sxtt“ £ 

other accuracies exceed the requirements, often by a healthy margin. 

-“=-SHE5S‘SS2 
SsSS:s &sssaaa=ss» 

isontymUte order often percent of the tout projected on-orMt tmoge degradation. 

Finally, Figure 6 gives a visoii demonstration of die accuracy and stability of the CDh by showing the progression of Utt 
measurement of the relevant Q-coeffidents over a 15 hour period 
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QO 

Re(Ql) 1 

Q2 

Static Errors 




Average Error 

6,71 microns 

0.51 micron 

n/a 

Zooe to Zone 

0.74 micron** 

0.79 micron** 

n/a 

Intrazonal 

n/a 

n/a 

0.52 micron 

Variability during Test 




Average Error 

n/a 

n/a 

n/a 

Zone to Zone 

0.47 micron 

0.27 micron 

n/a 

Intrazonal 

n/a 

n/a 

0.29 micron 

Variability between Tests j 


; 


Average Error 

2,2 microns 

0,27 micron 
„ 

n/a 

Zone to Zone 

0.47 micron 

0.27 micron 

n/a 

Intrazonal 

n/a 

n/a 

0.24 micron 


Table 2. Achieved accuracies, for comparison with Table 1. 



As shown in Figure 6, all of the fluctuations are easily in the sub-micron range. Moreover, even the absolute values are ^ in 
the sub-micron range (except for Ql, whose four micron bias simply indicated that the CDA was not quite m ocus g 


test). 
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